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Multi-Zone Art Workstation
[ Model : MAW-4D8, MAW-4D9, MAW-5D8, MAW-5D9, MAW-5D8-MP, MAW-5D9-MP, MAW-6D8, MAW-
6D9, MAW-6D8-Dual, MAW-6D9-Dual, MAW-6D8-MP, MAW-6D9-MP, MAW-4E8, MAW-4E9, MAW-5ES,
MAW-5E9, MAW-5E8-MP, MAW-5E9-MP, MAW-6E8, MAW-6E9, MAW-6E8-Dual, MAW-6E9-Dual, MAW-
6E8-MP & MAW-6E9-MP]
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TEST SUMMARY
Test Results Summary
Test Standard Description Pass / Fail

Emissions — Harmonic Current Emissions and Voltage Fluctuations / Flicker

EN 61000-3-2 : 2014 Harmonic Current Emissions (Class A) Pass

(IEC 61000-3-2 : 2014)

EN 61000-3-3 : 2013 Voltage Fluctuation / Flicker Pass

(IEC 61000-3-3 : 2013)

Emissions — Industrial, Scientific and Medical (ISM) Equipment

EN 55011 : 2009 + A1 : Conducted Emissions (Group 1 Class A) Pass

2010

EN 55011:2009 + A1: | Radiated Emissions (Magnetic Field) Not Applicable *5%¢ N2

2010

EN 55011 : 2009 + A1: Radiated Emissions (Electric Field) (Group 1 Pass

2010 Class A)

EN 55011 :2009 + A1: | Magnetic Field Induced Current (For Not Applicable *3¢¢Note?

2010 Induction Cooking Appliances)

Immunity

EN 61000-4-2 : 2009 Electrostatic Discharge Immunity Pass

(IEC 61000-4-2 : 2008)

EN 61000-4-3 : 2006 + RF Radiated Immunity Pass

A1:2008 + A2: 2010

(IEC 61000-4-3 : 2010)

EN 61000-4-4 : 2012 Electrical Fast Transient / Burst Immunity Pass

(IEC 61000-4-4 : 2012)

EN 61000-4-5 : 2014 Voltage Surge Immunity Pass

(IEC 61000-4-5 : 2014)

EN 61000-4-6 : 2007 Conducted Disturbance Immunity Pass

(IEC 61000-4-6 : 2006)

EN 61000-4-8 : 2010 Power Frequency Magnetic Field Immunity Pass

(IEC 61000-4-8 : 2009)

EN 61000-4-11 : 2004 Voltage Dips & Interruptions Immunity Pass

(IEC 61000-4-11 : 2004)
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Multi-Zone Art Workstation
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6E8-MP & MAW-6E9-MP]



